NELAP Quality Systems Checklist

Chemistry On-site


Date:


Assessor:

Organization Name:

Analytical Grouping:EDB/ DBCP /TCP

Methods: 504.1

Person(s) Interviewed:

Records Reviewed:

	Category
	Comments

	Blank
	

	Confirmation
	

	Continuing Calibration
	CCV Limit: ± 20%, every 12 hours of operation
Additional : LOD Check @ RL ±40%; DBCM RT not in EDB window



	Data Analysis
	

	Data Review
	

	Demonstration of Capability
	IDOC:  ±30%, RSD <20%.  Conc @ 10x MDL or mid-cal level
CDOC: ±30%, RSD <20%

	Duplicates
	


	Equipment
	

	Facilities
	

	Glassware
	

	Initial Calibration
	Minimum # of Cal Points: 3, 

RSD Limit: 20%
Correlation Coefficient: ≥ 0.990
ICV Limit: ± 30%



	LCS
	Limit: ± 30%


	LOD/LOQ
	LOD study should be analyzed over multiple days.

LODV: 1-4x LOD
LOQV: 1-2x LOQ



	Marginal Exceedences
	

	Matrix Spike
	Limit: ± 35%


	Method Validation
	

	Non-Standard Methods
	

	Personnel
	

	Proficiency Testing
	

	QC
	

	Reagents & Media
	

	Records
	

	Records-Electronic
	

	Records-Raw Data
	

	Sample Receiving
	40mL sample volume. Add 3mg Na2S2O3 per 40mL of sample.  Refrigerate at 4°C.

	Samples
	Extraction Hold Time: 14 days
Analytical Hold Time: 24 hours

	Selectivity
	

	SOP
	

	Support Equipment
	

	Surrogates
	

	Traceability
	

	Work Cell
	

	Additional Comments:
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